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INTRODUCTION 


Hydrogen  (H2)  is  currently  being  evaluated  as  a  major  component  of  a  breathing 
gas  for  deep  diving.  We  must  determine  if  mammalian  tissues  have  the  capacity  to 
oxidize  H2  when  subjected  to  high  H2  pressure  and  concentration.  It  has  long  been 
known  that  H2  is  biologically  inert  in  mammals  when  they  are  exposed  to  low 
concentrations  at  a  pressure  of  1  atmosphere  (S6guin  and  Lavoisier,  1789).  A  study  with 
the  radioactive  hydrogen  isotope  tritium  (T2)  further  confirmed  this  observation  (Smith 
et  al.,  1953). 

Gaseous  H2  is  an  extremely  stable  molecule  that  does  not  spontaneously  dissociate 
into  ions  at  atmospheric  temperature  and  pressure  (Farkas,  1935).  However,  numerous 
bacteria  have  enzyme  systems  that  catalyze  this  reaction  as  part  of  a  major  metabolic 
pathway  (Smith  and  Marshall,  1952).  Hydrogen  metabolism  has  also  been  reported  in 
some  algae,  flagellate  protozoans,  and  plants  (Adams  et  al.,  1981).  In  many  of  these 
organisms,  the  direction  of  the  biochemical  reactions  in  the  pathway  is  reversible,  either 
forming  or  consuming  H2,  depending  on  the  concentration  of  H2  (Schlegel,  1989). 
Hydrogen  has  been  used  as  an  experimental  diving  gas  in  some  studies  with  humans  and 
other  animal  species  (Edel  et  al.,  1972;  Omhagen,  1987;  Cosson,  1990).  At  pressures 
over  20  atm  H2,  narcotic  and  even  psychotic  effects  (Cosson,  1990)  have  been  uncovered 
that  are  inconsistent  with  the  assumption  that  H2  is  biologically  inert  in  mammals.  It  is 
thus  essential  to  test  for  an  oxidation  of  H2  under  hyperbaric  conditions  of  high  H2 
concentration  to  determine  if  mammalian  tissues  have  a  latent  capacity  to  oxidize  H2 
that  is  not  expressed  under  normobaric  conditions  of  low  H2  concentration. 
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In  this  report  we  describe  the  design,  operation,  and  first  use  of  an  apparatus  that 


permitted  us  to  expose  isolated  mammalian  tissues  to  H2  under  high  pressure,  using  T2 
as  a  tracer.  Oxidation  of  H2  by  the  tissues  was  assayed  by  scintillation  counting  to 
determine  if  tritium  had  been  incorporated  in  the  tissue  samples.  The  apparatus 
permitted  reclamation  of  the  unused  T2  gas  as  tritiated  water,  thus  assuring  safe  and 
convenient  disposal  of  the  radioactive  tracer. 


MATERIALS  AND  METHODS 

General  Description  of  Apparatus 

A  simplified  diagram  and  flow  chart  of  the  tritium  apparatus  appears  in  Fig.  1.  The 
tissues  to  be  studied  were  placed  in  dishes  that  were  stacked  inside  a  pressure  chamber. 
The  T2  was  stored  in  another  pressure  chamber  and  diluted  in  helium  (He).  To  begin  an 
experiment,  a  small  quantity  of  T2  was  released  into  the  experimental  chamber.  As  the 
T2  passed  through  the  system,  it  flowed  through  a  chamber  containing  a  water  vapor 
absorbent  (anhydrous  CaS04,  Drierite®,  WA  Hammond  Drierite  Co.,  Xenia,  OH);  this 
removed  tritiated  water  vapor,  which  was  found  to  be  a  serious  contaminant  of  the  T2. 
The  amount  of  T2  drawn  for  the  experiment  (7.6  -  8.0  mCi)  was  computed  from  the 
known  dilution  of  the  T2  in  its  storage  chamber,  the  measured  volume  of  the  free  gas 
space  in  the  experimental  chamber,  and  the  pressure  increase  in  the  experimental 
chamber  when  the  T2  was  added. 

The  experimental  chamber  was  pressurized  with  He  to  10  atm  and  then  with  H2 
to  a  total  gauge  pressure  of  either  20  or  60  atm  (10  or  50  atm  H2).  The  tissues  remained 
for  1  h  under  pressure. 


2 


To  decompress,  the  chamber  gases  were  vented  through  a  flow  meter.  A  stream  of 


air  passed  through  another  flow  meter,  and  the  two  gas  streams  combined.  This 
combined  gas  stream  passed  through  a  combustion  trap  filled  with  palladium-coated 
molecular  sieve  material.  The  palladium  catalyzed  the  combustion  of  H2  and  T2  with  02 
to  produce  water,  which  was  then  absorbed  by  the  molecular  sieve  material.  All  the 
tritiated  water  produced  from  the  experiment  was  expected  to  be  absorbed  by  one 
combustion  trap.  However,  a  second  combustion  trap  linked  in  series  with  the  first  one 
served  to  assure  that  no  T2  escaped  the  system.  A  H2  sensor  was  used  on  the  line 
leading  to  the  building  exhaust  and  was  set  to  ring  if  any  H2  or  T2  were  being  vented. 
Because  the  combination  of  H2  with  Oz  liberates  heat,  temperature  sensors  were  placed 
at  several  critical  locations  in  the  exhaust  system:  at  the  junction  between  the  air  and 
chamber  gas  streams,  and  on  each  of  the  two  combustion  traps.  The  system  was 
considered  to  be  operating  safely  when  the  sensor  on  the  junction  showed  no  elevation 
over  room  temperature,  and  both  combustion  traps  were  below  50  *C. 

.Safety  Futures 

The  most  important  constraints  placed  on  apparatus  design  and  operation  were 
those  dealing  with  the  explosive  nature  of  many  concentrations  of  H2  and  02  mixtures, 
the  high  diffusivity  of  H2  and  T2,  and  the  radioactivity  of  T2.  A  detailed  diagram  of  the 
apparatus,  including  all  chambers,  valves,  and  pressure  gauges  appears  in  Fig.  2. 

The  entire  apparatus  was  placed  in  a  high-flow  hood  that  vented  over  1000  ft3  • 
min*1  (28,000  1  •  min*1).  The  hood  was  located  in  a  room  that  was  specially  designed  for 
working  with  radioactive  and  explosive  gases.  The  room  was  at  negative  pressure 


relative  to  the  rest  of  the  building,  in  order  to  vent  any  accidental  leaks  to  the  outside. 
Air  flow  through  the  room  was  rated  at  over  1500  ft3  •  min'1  (42,000  1  •  min'1). 

The  T2  (Dupont  -  New  England  Nuclear,  Boston,  MA)  was  purchased  as  1  Ci 
(0.38  ml)  in  a  glass  ampule.  After  extensive  searching  of  commercial  distributors  for 
radiotracers,  we  found  that  T2  was  available  only  in  quantities  of  1  Ci  or  more.  A  full 
Curie  is  far  too  much  to  use  for  a  single  experiment;  such  a  quantity  would  be  expected 
to  induce  tissue  damage  and  massive  radioisotope  effects.  Thus,  the  T2  containment 
portion  of  the  apparatus  had  to  be  designed  to  allow  us  to  purchase  1  Ci  but  use  mCi 
quantities  per  experiment  and  safely  store  the  remainder  for  later  experiments. 

The  chamber  (PCI)  used  to  store  the  T2  was  leak-tested  with  He  for  2  weeks. 

After  the  T2  ampule  was  placed  inside  PCI  but  before  the  ampule  was  broken,  PCI  was 
pressurized  to  300  psi  with  He  and  observed  for  2  days  to  check  again  for  leaks.  Once 
the  T2  ampule  was  broken  inside  PCI,  the  containment  case  that  housed  PCI  was  an 
additional  safety  measure  against  leaks.  Gauge  G5  mounted  on  this  case  allowed  us  to 
check  for  an  increase  in  pressure  in  the  containment  case  as  an  indication  of  a  leak  from 
PCI;  such  a  leak  would  not  be  detected  as  quickly  by  a  drop  in  pressure  in  the  chamber 
on  Gl. 

The  brass  chambers  (PC2  and  PC3)  were  initially  leak-tested  with  H2  before  the 
entire  apparatus  was  assembled.  Chamber  PC3  was  pressurized  to  300  psi  with  H2. 

After  1  month,  the  pressure  had  not  dropped.  Chamber  PC2,  which  was  of  identical 
design  to  PC3,  was  leak-tested  for  1  week  with  H2.  All  piping  in  the  manifold  system 
was  also  leak-tested  with  H2  at  the  pressures  to  be  used  in  experiments. 


4 


'r.ie  non-explosivity  limits  for  H2  and  Oz  mixtures  are  from  0-5%  and  from  95  - 
100%  H2  in  02  (Eichert  and  Fischer,  1986).  When  chamber  PC3  was  first  sealed  with 
material  inside  for  an  experiment,  the  chamber  contained  air  with  an  02  concentration  of 
21%.  The  T2  could  be  added  directly  to  this  chamber  safely  because  the  T2  was  highly 
diluted  in  He  to  far  less  than  the  flammability  limit.  However,  the  H2  could  not  be 
added  until  the  02  concentration  had  been  reduced  to  5%  or  less.  This  problem  was 
resolved  by  compressing  the  chamber  first  with  He  to  10  atm,  making  the  02 
concentration  fall  to  2%.  The  H2  could  then  be  added  to  the  system  to  any  desired  final 
pressure,  without  creating  an  explosive  mixture. 

The  design  of  the  exhaust  side  of  the  system  had  to  take  into  consideration  that  the 
chamber  gases  were  explosive  if  in  uncontrolled  contact  with  air,  and  that  8  mCi 
radioactivity  could  not  be  routinely  released  from  the  building.  The  combustion  traps 
(Fig.  2b)  and  their  manifolds  solved  both  of  these  problems.  The  relative  flows  of  the 
chamber  gas  and  air  had  to  be  maintained  at  the  prescribed  flow  ratio  of  1/100  in  order 
to  remain  well  within  the  safety  limits  for  mixtures  of  H2  and  Oz.  The  manifolds  and 
flow  meters  for  the  air  and  chamber  gas  streams  were  designed  to  be  of  volumes 
differing  by  approximately  100-fold,  and  special  markings  on  the  flow  meters  assisted  in 
maintaining  this  flow  ratio.  However  it  was  ultimately  the  operator’s  obligation  to  adjust 
the  two  gas  flows  and  monitor  the  flow  meters  continuously  during  chamber 
decompression.  Given  these  constraints,  decompression  rate  in  practice  was  0.4- 
0.5  atm  •  min'1. 

A  thermistor  (Cole-Parmer)  was  used  to  monitor  the  temperature  of  the  pipe  at  the 
junction  point  of  the  chamber  gas  and  air  streams,  to  check  for  any  rapid  increases  in 
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temperature.  Thermistors  were  also  attached  to  the  two  combustion  traps  to  verify  that 
they  were  not  heating  past  their  limit  of  50  *  C,  as  recommended  by  the  manufacturer 
(Science  Glass,  Inc.).  Operating  procedure  mandated  monitoring  these  three  thermistors 
continuously  during  decompression,  and  decreasing  or  shutting  off  chamber  gas  flow  if  a 
problem  arose. 

The  amount  of  water  per  experiment  produced  in  the  combustion  traps  could  be 
estimated  from  the  number  of  moles  of  H2  and  T2  used  (24.2  i  H2  at  22  °C  =  1  mole 
H2  which  oxidizes  to  1  mole  H20,  weighing  18  g).  The  combustion  traps  were  capable  of 
retaining  up  to  8  g  water  with  '>99.9%  efficiency  (Ostlund  and  Mason,  1974).  They 
could  retain  up  to  12  g  at  a  lower  efficiency,  as  demonstrated  by  measuring  a  weight 
increase  of  12  g  in  the  first  trap,  and  also  a  weight  increase  of  a  few  grams  in  the  second 
trap  in  series  with  it.  Thus,  the  two  traps  were  both  a  safety  measure  to  assure  100% 
efficiency  of  T2  removal,  and  an  economy  measure  to  derive  maximal  use  of  each  trap. 
When  the  first  trap  was  calculated  to  be  full,  it  was  removed  and  weighed.  The  second 
trap  was  also  weighed  and  shifted  to  the  position  of  the  first  trap,  and  a  new  trap  was 
installed  in  the  second  position.  The  full  trap  was  discarded  in  the  solid  radioactive 
waste.  Thus,  the  greatest  part  of  the  radioactive  waste  from  these  experiments  was 
stored  in  glass  containers,  from  which  beta  energy  cannot  escape,  and  absorbed  into 
molecular  sieve  material.  If  a  full  trap  were  ever  dropped  and  broken,  the  molecular 
sieve  material  could  be  swept  up  and  discarded  without  contaminating  the  building. 

The  H2  sensor  that  was  located  downstream  of  the  combustion  traps  was  used  to 
verify  that  all  T2  and  H2  had  been  eliminated  from  the  gas  stream.  The  operator  was 
also  obligated  to  monitor  this  sensor  continuously  during  decompression.  The  H2  sensor 
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was  set  to  ring  a  loud  alarm  if  it  detected  over  2%  H2,  i.e.  over  50%  of  the  flammability 
limit  of  4%  H2.  Under  normal  chamber  decompression,  the  H2  sensor  registered 
between  0  and  1%  flammability  (0  -  0.04%  H2),  which  was  not  different  from  room  air. 
Chamber  Function  and  Experimental  Design 

Calibration 

To  determine  the  activity  of  T2  supplied  per  experiment,  it  was  necessary  first  to 
compute  the  free  gas  volume  of  the  experimental  chamber  (PC3).  Volume  displacement 
with  water  demonstrated  that  the  total  volume  of  the  empty  chamber  was  250  ml. 
However,  the  experimental  material,  which  consisted  of  fluids,  plastic  dishes,  and  a  dish 
holder,  occupied  some  of  this  space.  The  manifold  above  V8  was  designed  to  fit  into  a 
Luer  lock  on  a  syringe.  After  loading  the  chamber  with  the  experimental  material  and 
sealing  it,  the  valves  leading  to  the  experimental  chamber  were  opened.  A  gas-tight 
syringe  was  mounted  and  a  known  volume  of  air  was  injected  into  the  system.  Valve  V8 
was  quickly  closed  and  the  pressure  increase  in  the  chamber  was  recorded.  Free  gas 
volume  in  the  chamber  was  computed  from  the  relationship  Pj/Vj  =  P2/(V!  +  V,), 
where  Pj  is  the  initial  pressure  in  the  chamber  (1  atm),  Vj  is  the  gas  volume  of  the 
chamber  to  be  solved  for,  P2  is  the  new  pressure  in  atmospheres  after  injecting  air,  and 
Vj  is  the  volume  of  air  injected.  In  a  typical  experiment,  V,  was  found  to  be  210  ml. 

The  activity  of  T2  supplied  per  experiment  was  computed  from  the  free  gas  volume 
in  the  experimental  chamber,  the  dilution  of  T2  in  its  carrier  He,  and  the  pressure 
increase  in  the  experimental  chamter  when  the  T2  was  added.  For  example,  1  Ci  T2  in 
the  330  ml  storage  chamber  at  300  psig  (21.4  ATA)  gives  a  concentration  of  7.06  ml  gas 
per  mCi.  To  deliver  8  mCi  T2  to  an  experiment  requires  56.5  ml  of  gas.  Adding  56.5  ml 
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to  a  chamber  with  a  free  gas  volume  of  210  ml  will  increase  the  pressure  from  1  atm  to 
1.27  atm,  or  4  psig. 

The  ac^vity  of  T2  routinely  used  in  these  experiments  was  7.6  -  8.0  mCi.  This 
amount  was  selected  as  one  that  should  be  easily  detected  if  it  were  incorporated.  A 
much  higher  activity  could  have  caused  major  tissue  damage  from  irradiation,  whereas  a 
much  lower  activity  would  have  been  difficult  to  deliver  accurately  with  the  size  and 
pressure  limits  of  our  apparatus. 

Mammalian  Tissue  Experiments 

Organs  and  cell  cultures  used  in  this  study,  taken  from  guinea  pigs,  rats,  and  pigs, 
are  listed  in  Figs.  3  and  4.  Two  positive  control  experiments,  one  using  an  organic 
substance,  and  one  using  an  inorganic  substance,  were  also  performed  to  test  that  tritium 
activity  would  be  found  in  samples  in  which  H2  oxidation  was  known  to  occur. 

Alcaligenes  eutrophus  is  a  gram  negative  bacterium  that  is  known  to  metabolize  H2 
(Probst  et  al.,  1979);  cultures  of  this  bacterium  were  tested  as  the  organic  positive 
control.  Palladium  catalyzes  the  oxidation  of  H2  with  02  to  form  water;  Pd  beads 
immersed  in  water  were  used  as  the  inorganic  positive  control.  Sterile,  distilled  water 
was  used  as  a  negative  control. 

The  tissue  samples  and  controls  (3  ml  each)  were  placed  in  sterile  petri  dishes  that 
had  been  prepared  with  small  notches  in  their  rims  to  ensure  gas  entry  into  the  dishes 
when  lidded  and  stacked.  The  seven  petri  dishes  for  each  experiment  were  stacked  in  an 
aluminum  holder  and  placed  inside  the  experimental  chamber.  The  middle  dish  of  each 
stack  contained  saline  as  a  control.  Two  additional  dishes  containing  desiccant  were 
used  for  further  removal  of  tritiated  water  vapor  contamination.  One  of  these  desiccant 
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dishes,  which  was  perforated  along  its  edges  and  bottom  for  easy  gas  penetration,  sat  on 
top  of  the  aluminum  holder  directly  at  the  site  of  gas  entry  into  the  chamber.  The 
second  desiccant  dish  was  at  the  top  of  the  stack  of  tissue  dishes,  and  was  not  lidded. 

After  introducing  the  T2  into  the  chamber,  it  was  allowed  to  mix  with  the  air  in  the 
chamber  for  1  -  2  min.  Failure  to  allow  mixing  led  to  a  marked  stratification  of  the 
tritium  label  remaining  in  the  experimental  dishes  post-dive.  Compression  rate  with  He 
and  H2  was  2  atm  *  min'1,  following  a  standard  human  dive  protocol,  to  ensure  viability 
of  the  cells  used  in  the  experiments.  Post-dive  cell  viability  was  confirmed  in  the  live 
cultures  by  microscopic  examination.  Survivorship  was  comparable  to  that  under  lab 
bench  conditions  over  the  same  time  period;  over  95%  for  the  PC12  and  endothelial 
cells,  and  10-30%  for  the  cardiac  myocytes. 

Following  the  1-hour  exposure  to  T2  and  the  chamber  decompression,  samples  of 
20  fil  were  taken  from  each  of  the  petri  dishes  and  added  to  vials  containing  10  ml  of 
"scintillation  cocktail"  (Atomlight,  Dupont-New  England  Nuclear,  Boston,  MA).  The 
vials  were  shaken  vigorously  by  a  vortex  mixer  for  2  min,  with  intermittent  stopping  and 
uncapping  of  the  vial,  to  facilitate  elimination  of  residual  T2  gas  from  the  samples.  The 
activity  of  tritium  remaining  in  the  samples  was  measured  using  a  liquid  scintillation 
counter  (Wallac  1410,  Pharmacia,  Gaithersburg,  MD).  Minimal  additional  loss  of  tritium 
activity  in  the  samples  over  the  next  few  days  indicated  that  most  of  the  T2  gas  had 
indeed  been  eliminated. 
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RESULTS 


Quantities  of  tritium  on  the  order  of  10*12  moles  T2  •  g'1  of  tissues,  or  10*9  Curies  •  ml*1 
of  saline  were  found  in  the  mammalian  tissues  studied,  at  both  10  and  50  atm  H2  (Figs.  3 
and  4).  At  the  relative  dilutions  of  T2  in  H2  we  used,  this  would  imply  an  uptake  of  1-5  x 
10*8  moles  H2  •  g*1  tissues  *  min*1.  To  compute  the  time  period  for  this  rate,  we 
included  both  the  1-hour  exposure  at  constant  pressure  and  the  time  during 
decompression  (0.5  h  from  10  atm,  and  2  h  from  50  atm)  when  the  tissues  were  exposed 
to  the  same  dilution  of  T2  in  H2  as  at  constant  pressure  (Table  1). 

However,  a  similar  quantity  of  the  tritium  label  was  also  present  in  the  saline  and 
distilled  water  control  dishes.  Analysis  of  variance  indicated  that  there  were  no 
significant  differences  in  tritium  activity  between  the  various  tissue  dishes  and  the  saline 
control  dish  in  each  experiment  (p  =  0.11,  F  =  1.86,  df  =  6  at  10  atm,  and  p  =  0.29,  F 
=  1.26,  df  =  6  at  50  atm).  There  was  2  to  3-fold  variability  between  experiments  in  the 
tritium  background  found  in  the  saline  control  dishes.  The  tritium  activity  in  the 
mammalian  tissue  experiments  was  normalized  for  this  variation  in  background  by 
subtracting  the  activity  found  in  the  saline  control  dish  in  each  experiment  from  the 
activity  in  each  of  the  tissue  dishes.  Analysis  of  variance  of  the  normalized  data 
indicated  that  there  were  no  significant  differences  between  the  different  tissues  (p  = 

0.13,  F  =  1.58,  df  =  14  at  10  atm,  and  p  =  0.24,  F  =  1.32,  df  =  14  at  50  atm),  or 
between  any  of  the  tissues  and  the  distilled  water  analyzed  as  its  own  experiment  (p  = 

0.18,  F  =  1.43,  df  =  15  at  10  atm,  and  p  =  0.14,  F  =  1.51,  df  =  15  at  50  atm). 

The  positive  controls  of  Pd  immersed  in  water  and  the  suspensions  of  A.  eutrophus 
showed  several  orders  of  magnitude  more  tritium  activity  than  the  mammalian  tissues 
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(Fig.  5  and  6).  This  activity  was  in  the  range  of  10'5  Ci  •  ml'1  for  both  positive  controls 
at  10  and  50  atm  H2.  Corresponding  values  in  mass-specific  units  were  on  the  order  of 
10'7  moles  T2  •  g'1  bacteria  and  10’9  moles  T2  •  g'1  Pd.  This  implies  an  uptake  of  H2  of 
1-2  x  10'3  moles  H2  •  g'1  bacteria  •  min'1  and  1-3  x  10'5  moles  H2  •  g'1  Pd  •  min'1  for  the 
1-hour  exposure  at  constant  pressure  plus  decompression  times  from  10  and  50  atm  H2 
(Table  1). 


DISCUSSION 

Biological  Significance 

The  picomole  quantities  of  tritium  found  in  the  samples  of  mammalian  tissues  were 
not  different  from  those  found  in  the  saline  and  distilled  water  controls.  We  therefore 
concluded  that  the  mammalian  tissues  have  no  detectable  capacity  to  oxidize  H2  under 
hyperbaric  conditions  of  high  H2  concentration,  at  a  limit  of  detectability  of  10'7  moles 
H2  •  g1  tissues  •  min1. 

The  high  tritium  activity  in  the  positive  controls  indicated  that  the  apparatus  and 
experimental  protocol  were  adequate  to  demonstrate  H2  oxidation.  In  the  case  of  the 
bacterial  suspensions,  our  estimated  H2  oxidation  rates  (Table  1)  are  very  close  to  the 
rate  of  1.6  x  10'3  mol  H2  •  g'1  •  min'1  calculated  by  spectrophotometry  in  suspensions  of 
A.  eutrophus  bubbled  with  H2  under  1  atm  conditions  (unpublished  data). 

The  8  mCi  of  T2  to  which  we  exposed  all  the  mammalian  tissues  and  controls  had  a 
solubility  in  water  of  10.7  pMol  •  ml'1  (685  nCi  *  ml'1).  A  true  background  for  tritium 
with  our  scintillation  counter  and  cocktail  was  only  roughly  0.23  pCi  (50  disintegrations 
per  minute  per  vial  of  scintillation  cocktail).  Thus,  the  quantity  of  tritium  label  found  in 
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the  mammalian  tissues  and  water  controls  (Figs.  3  and  4)  was  very  low  compared  to  the 
quantity  of  T2  used,  but  higher  than  a  background  in  the  absence  of  direct  exposure  to 
T2.  A  major  aspect  of  the  use  of  this  apparatus  and  the  interpretation  of  the  data  we 
obtained  with  it  was  an  examination  of  this  unexpectedly  high  experimental  background. 
Isotope  Effects  and  Contaminants 

Smith  et  al.  (1953)  exposed  tissues  of  rats  to  T2  at  low  concentrations  and  under  1- 
atm  conditions.  The  activity  of  tritium  that  they  found  incorporated  is  in  the  same  order 
of  magnitude  as  that  found  in  the  mammalian  tissues  in  this  study,  after  correcting  for 
differences  in  the  amount  of  T2  used.  Smith  et  al.  (1953)  attributed  this  trace 
incorporation  to  the  formation  of  tritiated  water  by  what  they  termed  "physical  exchange 
reactions",  and  not  to  an  oxidation  of  H2  gas  by  mammalian  cells. 

MilliCurie  quantities  of  T2  are  known  to  produce  radioactive  isotope  effects  that 
leave  deceptively  high  background  counts  (Smith  et  al.,  1953;  G.  Ostlund,  personal 
communication).  An  exchange  between  hydrogen  atoms  in  H2  gas  molecules  and 
hydrogen  atoms  in  water  molecules  is  energetically  unfavorable  at  room  temperature  and 
pressure  (Farkas,  1935).  However,  the  radioactivity  of  the  T2  evidently  provides  the 
energy  needed  for  an  isotope  exchange  between  tritium  atoms  in  T2  gas  molecules  and 
ordinary  hydrogen  atoms  in  water  molecules.  Wilzbach  (1957)  described  this  isotope 
exchange  phenomenon  between  T2  and  a  variety  of  organic  molecules. 

In  addition,  tritiated  water  vapor  may  be  a  contaminant  in  commercially  supplied 
T2,  despite  manufacturers'  analyses  to  the  contrary  (Arp,  1989;  P.  Lamburger,  personal 
communication).  Indeed,  we  had  considerable  difficulty  initially  in  reducing  the 
background  to  the  level  we  have  reported;  this  required  passing  the  T2  through  or  over  a 
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desiccant  three  times  before  it  reached  the  dishes  containing  tissues  or  saline.  The 
desiccant  trap  through  which  the  T2  passed  was  found  to  pick  up  at  least  20%  of  the  T2 
activity  that  we  calculated  we  used  in  the  experiments.  The  two  dishes  of  desiccant 
sitting  in  the  top  of  the  experimental  chamber  were  found  to  pick  up  a  few  tenths  of  a 
percent  more  of  the  T2  activity.  Before  the  installation  of  these  desiccants,  our 
background  for  tritium  label  in  water  controls  was  higher  than  the  solubility  of  T2  in 
water,  at  the  partial  pressure  of  T2  gas  we  calculated  we  were  using.  This  observation 
was  what  led  us  to  conclude  that  the  T2  was  contaminated  with  a  tritium-labeled 
molecule  of  high  water  solubility;  tritiated  water  vapor  (THO)  was  the  most  likely 
candidate.  We  requested  an  analysis  of  the  T2  from  the  manufacturer.  The  mass 
spectrometric  analysis  showed  that  the  T2  was  97.6152  moles  %  pure,  and  THO  was  not 
listed  as  a  trace  contaminant.  However,  discussions  with  several  researchers  who  are 
experts  on  tritium  maintained  that  they  find  evidence  of  THO  in  their  T2  routinely  (D. 
Arp  and  P.  Lamburger,  personal  communication),  and  that  the  presence  of  water  vapor 
by  mass  spectrometry  is  unusually  difficult  to  demonstrate  (P.  Lamburger,  personal 
communication). 

Tritiated  water  vapor  was  found  to  be  extremely  volatile,  whenever  it  was  known  to 
have  been  produced  in  experiments.  In  the  positive  control  experiments  (Figs.  5  and  6), 
the  saline  control  dish  was  found  to  contain  roughly  10  times  more  tritium  activity  than 
the  saline  control  dish  in  each  of  the  mammalian  tissue  experiments.  We  attribute  this 
to  tritiated  water  being  formed  in  the  dishes  with  Pd  or  bacteria,  and  then  evaporating 
and  condensing  into  the  saline  dish.  When  such  an  experiment  was  left  sealed  for 
several  days,  all  the  dishes  came  into  equilibrium  with  each  other  in  their  tritium  activity. 
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Despite  the  drawbacks  of  working  with  a  radioisotope,  the  use  of  T2  as  a  tool  had 
the  advantage  of  extreme  sensitivity;  we  had  good  reproducibility  in  measuring  the 
tritium  label  in  10'12  mole  quantities  (Figs.  3  and  4),  which  would  not  have  been  possible 
with  H2  electrodes.  Deuterium  (D2)  could  potentially  have  been  used  for  these 
experiments  and  would  not  have  caused  the  isotope  exchange  problems.  However  the 
use  of  D2  has  its  own  limitations;  it  must  be  measured  by  mass  spectrometry,  which 
would  not  have  been  as  sensitive  as  liquid  scintillation  counting  of  T2. 

CONCLUSION 

The  apparatus  that  we  have  designed  and  built  for  testing  the  capacity  of 
mammalian  tissues  to  oxidize  H2  under  hyperbaric  conditions  was  successful.  Tritiated 
water  vapor  entering  the  system  with  the  T2  or  produced  during  the  experiment  was  a 
serious  problem;  this  contaminant  made  it  difficult  to  distinguish  low  incorporation  rates 
of  T2  from  background.  The  mammalian  tissues  and  live  cell  cultures  that  we  tested  did 
not  incorporate  any  more  of  the  tritium  label  than  that  amount  found  in  sterile  water  or 
saline  exposed  under  identical  conditions.  The  bacterial  culture  studied  as  a  positive 
control  had  a  rate  of  H2  oxidation  estimated  from  T2  incorporation  that  was  very  close  to 
the  rate  estimated  under  1  atm  conditions  using  standard  biochemical  techniques.  We 
concluded  that  mammalian  tissues  have  no  detectable  capacity  to  oxidize  H2  under 
hyperbaric  conditions  of  high  H2  concentration. 
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APPENDIX 


Operating  Procedure  for  Apparatus 

The  construction  diagram  for  the  T2  apparatus  appears  in  Figs.  2a  and  2b.  A 
stainless  steel  pressure  chamber  (PCI;  330  ml  internal  volume)  with  a  0  -  600  psi 
pressure  gauge  (Gl;  US  Gauge,  Ametek,  Baltimore,  MD)  was  used  to  hold  the  T2  gas. 
The  T2  was  purchased  as  1  Ci  (0.38  ml)  in  a  glass  ampule  (Dupont  -  New  England 
Nuclear,  Boston,  MA).  The  ampule  was  placed  inside  the  stainless  steel  chamber,  along 
with  three  small  steel  balls.  The  chamber  was  sealed,  flushed,  and  then  pressurized  with 
He  to  300  psi.  The  chamber  was  vigorously  shaken  to  break  the  ampule  and  release  the 
T2  into  the  carrier  He.  Valve  VI  was  used  initially  to  control  the  gas  flow  of  this 
chamber.  After  the  ampule  was  broken,  the  chamber  was  mounted  into  a  plexiglass 
containment  case  and  connected  by  stainless  steel  piping  to  the  rest  of  the  apparatus. 
Valve  VI  was  opened,  and  the  flow  from  the  chamber  was  controlled  by  valves  V2  and 
V3.  The  containment  case  was  then  sealed.  Pressure  in  this  case  was  monitored  with  a 
0-30  psi  pressure  gauge  (G5;  US  Gauge).  The  case  remained  closed  and  VI  remained 
open  for  as  long  as  there  was  a  supply  of  T2  in  the  chamber. 

In  order  to  draw  a  small  volume  of  T2  and  its  carrier  He  for  an  experiment,  valves 
V2  and  V3  were  opened.  The  gas  passed  from  the  storage  chamber  (PCI)  through 
stainless  steel  piping  to  a  brass  chamber  (PC2;  250  ml  internal  volume).  The  PC2  was 
fitted  with  a  0-30  psi  pressure  gauge  (G4;  WIKA  Instrument  Corp.,  Lawrenceville,  GA), 
and  was  controlled  by  its  own  inlet  and  outlet  ports.  This  chamber  contained  a  water 
vapor  absorbent  (anhydrous  CaS04,  Drierite®,  WA  Hammond  Drierite  Co.,  Xenia,  OH). 
The  gas  entered  from  the  bottom  via  a  short  length  of  copper  pipe,  and  percolated 
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through  the  desiccant  to  remove  contaminating  tritiated  water  vapor.  The  gas  then 
exited  from  the  top  of  the  chamber  and  passed  through  stainless  steel  piping  to  a  second 
brass  pressure  chamber  (PC3;  250  ml  internal  volume);  this  was  the  experimental 
chamber.  When  Valve  VS1  was  in  the  LP  position,  a  low  pressure  (0  -  30  psi)  gauge 
(G2;  Pacific  Scientific,  Newport  Beach,  CA)  read  the  pressure  in  the  experimental 
chamber.  Micrometering  Valve  V5  controlled  gas  entry  through  the  system  to  the 
experimental  chamber,  and  Valve  V7  on  the  top  of  the  chamber  controlled  the  flow 
directly  into  it. 

After  introducing  the  T2  into  the  experimental  chamber,  valves  V2,  V3,  and  V5,  and 
the  exit  port  from  the  desiccant  chamber  (PC2)  were  closed.  Valve  VS1  was  switched  to 
the  HP  position  so  that  a  high  pressure  (0  -  1000  psi)  gauge  (G3;  US  Gauge)  could  read 
the  pressure  in  the  experimental  chamber  (PC3). 

A  tank  of  He  was  connected  to  C2,  and  V10  was  opened.  With  V5  and  V7  open, 
the  experimental  chamber  was  compressed  with  He  to  150  psig  (10  atm)  at  a  rate  of 
2  atm  •  min'1.  Valve  V10  was  then  closed.  The  whip  from  the  H2  tank,  which  was  also 
connected  to  C2,  was  flushed  with  He.  Valve  VI 0  was  reopened,  and  compression  of  the 
experimental  chamber  continued,  using  H2  to  a  pressure  of  either  300  psig  (10  atm  H2) 
or  885  psig  (50  atm  H2). 

At  the  end  of  an  experiment,  opening  Valves  V5,  V6,  and  V7  allowed  the  PC3 
chamber  gases  to  be  vented,  controlling  the  rate  with  the  micrometering  Valve  V5. 
Decompression  rate  was  0.4-0.5  atm  •  min'1.  A  stream  of  air,  supplied  by  the  building’s 
laboratory  gas  air  banks,  was  sent  through  a  flow  meter  (FM1;  Coie-Parmer  Instrument 
Co.,  Chicago,  IL).  The  gases  from  the  experimental  chamber  (PC3)  were  vented  through 
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another  flow  meter  (FM2;  Scott  Specialty  Gases,  Plumsteadville,  PA)  into  the  stream  of 
air  at  a  volume  ratio  of  1/100.  The  combined  gas  stream  passed  through  a  pair  of 
combustion  traps  linked  in  series.  These  combustion  traps  were  glass  vessels  filled  with 
palladium-coated  molecular  sieve  material  (Science  Glass  Inc.,  Miami,  FL).  The  Pd 
catalyzed  the  production  of  water  from  H2  and  02  (Ostlund  and  Mason,  1974)  and  the 
molecular  sieve  material  absorbed  all  the  water  thus  formed.  The  gas  stream  then 
flowed  past  a  H2  sensor  (Sensidyne  Inc.,  Clearwater,  FL)  before  venting  to  the 
atmosphere.  When  decompression  was  completed,  the  chamber  was  flushed  3  times  with 
He  before  opening. 


19 


TABLE  1 


H2  oxidation  rate  (mean  ±  1  SD)  estimated  from  T2  incorporation  rate  for  mammalian 
tissue  homogenates  and  dice  (mean  of  12  tissues),  palladium  beads  immersed  in  water 
(6  samples)  and  suspensions  of  the  bacterium  Alcaligenes  eutrophus  (6  samples), 
following  1  h  exposure  to  8  mCi  T2  and  either  10  or  50  atm  H2. 


10  atm  H2 

50  atm  H2 

(moles  H2  •  g'1  •  min*1) 

(moles  H2  •  g'1  •  min1) 

Mammalian  Tissues 

1.1  x  10-8  (±  0.98) 

4.8  x  10-8  (±  4.4) 

Palladium 

1.3  x  10‘5  (±  0.41) 

3.1  x  10  s  (±  1.9) 

A.  eutrophus 

9.5  x  10-4  (±  1.5) 

1.9  x  10*3  (±  0.45) 
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FIGURE  LEGENDS 


Figure  1.  Simplified  flow  chart  of  tritium  apparatus. 

Figure  2.  Technical  diagram  of  tritium  apparatus,  showing  (a)  the  three  pressure 
chambers  (PC),  and  the  manifold  including  valves  (V),  check  valves 
(symbolized  as  a  circle  and  V),  gauges  (G),  and  flow  meters  (FM),  and  (b) 
the  exhaust  system  including  the  thermistors,  combustion  traps  and  H2  sensor. 

Figure  3.  Total  tritium  activity  in  samples  of  tissue  homogenates  (means  of  3  samples 
from  1  organ  ±  1  SD),  dice  (means  of  3  samples  of  1  organ  ±  1  SD),  or  live 
cell  cultures  (means  of  6  samples  from  1  culture  ±  1  SD)  from  guinea  pigs, 
rats  or  pigs  following  1  h  exposure  to  8  mCi  T2  and  10  atm  H2.  Also 
included  is  the  total  tritium  activity  in  sterile,  distilled  water  (mean  of  7 
samples  ±  1  SD)  exposed  to  T2  and  H2  under  the  same  conditions. 

Figure  4.  Total  tritium  activity  in  samples  of  tissue  homogenates  (means  of  3  samples 
from  1  organ  ±  1  SD),  dice  (means  of  3  samples  of  1  organ  ±  1  SD),  or  live 
cell  cultures  (means  of  6  samples  from  1  culture  ±  1  SD)  from  guinea  pigs, 
rats  or  pigs  following  1  h  exposure  to  8  mCi  T2  and  50  atm  H2.  Also 
included  is  the  total  tritium  activity  in  sterile,  distilled  water  (mean  of  7 
samples  ±  1  SD)  exposed  to  T2  and  H2  under  the  same  conditions. 
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Figure  5.  Total  tritium  activity  in  all  mammalian  tissues  studied  (mean  of  15  tissues  ± 

1  SD),  in  sterile,  distilled  water  (mean  of  7  samples  ±  1  SD),  and  in  2 
positive  controls  of  Pd  beads  immersed  in  water  (mean  of  6  samples  ±  1  SD) 
and  cultures  of  the  hydrogen-metabolizing  bacterium  Alcaligenes  eutrophus 
(mean  of  6  samples  ±  1  SD),  following  1  h  exposure  to  8  mCi  T2  and  10  atm 
H2. 

Figure  6.  Total  tritium  activity  in  all  mammalian  tissues  studied  (mean  of  15  tissues  ± 

1  SD),  in  sterile,  distilled  water  (mean  of  7  samples  ±  1  SD),  and  in  2 
positive  controls  of  Pd  beads  immersed  in  water  (mean  of  6  samples  ±  1  SD) 
and  cultures  of  the  hydrogen-metabolizing  bacterium  Alcaligenes  eutrophus 
(mean  of  6  samples  ±  1  SD),  following  1  h  exposure  to  8  mCi  T2  and  50  atm 
H2. 
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FIGURE  2a 


FIGURE  2b 
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FIGURE  3 
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FIGURE  5 
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